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Start Date 8 62011 Display

End Date 9102012 Shov Last

Serial Number Time Gas Type PassedPailed I Bump Timeout

10122NS227 862012 51353 AM Pentane 25 Passed 120

10113G482 862012 51346 AM Carbon Monoxide 100 Passed 120

0116831006100 862012 51340 AM Hydrogen Sulfide 25 Passed 120

11442891052 862012 51324 AM Ammonia 25 Passed 120

31484252021 862012 51213 AM Oxygen 19 Passed 120

10122NS227 832012 40312 AM Pentane 25 Passed 120

10113G482 832012 40307 AM Carbon Monoxide 100 Passed 120

0116831006100 832012 40301 AM Hydrogen Sulfide 25 Passed 120

11442891052 832012 40245 AM Ammonia 25 Passed 120

31484252021 832012 40124 AM Oxygen 19 Passed 120

10122NS227 728201 2 45741 PM Pentane 25 Passed 120

10113G482 728201 2 45733 PM Carbon Monoxide 100 Passed 120
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